
It

INTOX ECIIR II
Quality Assurance Worksheet

Instrument Serial Number Od105922 Worksheet Start Date 12/8/2O14

Location DFS Central Lab

Address 737 North 5th Street Richmond VA 23219

DFS Technician License No 25387

W Laboratory F On-Site

Site Specification No detrimental environmental conditions exist F

Instrument Barometer (mm HG) 769 Reference Barometer (mm HG) 770

Reference Barometer(RB)Serial# — O0~111 RB Calibration Due 5/19/2015

Measurement Assurance Check

Standard (sea level) PA Target minimum maximum Sample I
0 300 -0 003 0 003 Sample 2

Precision sample mm sample max Sample 3
0 0000 0000

Standard (sea level) PA Target minimum maximum Sample I
0100 -0003 0003 Sample 2

Precision sample mm sample max Sample 3
0 0000 0000

Dry gas standard Lot No (with tank no)

r Replaced dry gas standard (+O-nng) Supplies
Mouthpieces

r Installed at Location Certificates of Analysis ~
Operator Worksheet

F Removed to DFS-Central Other ~

Notes
4o £n,044a ~Lee- c~t,%fl• ~i~7n-~ ä7/7/,r

Intox EC/IR II QAWorksheet DFS Document 250-F113
Issued by Calibration and Training Program Manager Revision 7
Issue Date 9-December-2013 Page 1 of 2



Instrument Serial Number 010592 Certification Date

17 Calibrated r Certified F Measurement Assurance Check

F Instrument Test F Troubleshooting/Maintenance Worksheet Completed
(Successful completion denotes satisfactory condition of the item

Standard (sea level) PA Target minimum maximum Sample I
0250 0 000 0 000 Sample 2

Precision sample mm sample max Sample 3
0 0000 0000

Standard (sea level) PA Target minimum maximum Sample I
0 150 0000 0000 Sample 2

Precision sample mm sample max Sample 3
0 0000 0000

Standard (sea level) PA Target minimum maximum Sample I
0080 -0003 0003 Sample 2

Precision sample mm sample max Sample 3
0 0000 0000

Standard (sea level) PA Target minimum maximum Sample I
0020 -0003 0003 Sample 2

Precision sample mm sample max Sample 3
0 0000 0000

All measurements are in g/210L
Estimation of Uncertainty of Measurement and traceability records are located within the Breath Alcohol Section

DFS Technician Date
t~

Issuing Analyst Date V’
—

jfO
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Intox EC/IR—Il: Certificat

Department of Forensic Sciynce
Test N,4mber: 2762

Test 7lme: 08:38 EST

Technician Initial/ TLN
Dry Gas Targety’0.253

1611425014—04 /Exp Date: 07/05/2016
Bar/metric Pressure: 768 mmHg

System Che7X: Passed

Test g4~2l0L Time
DIAG ,‘?ass 08:38
BLK / 0.000 08:39
t~HK / 0.266 08:40

of tolerance

Va}A’e (at sea level): 0.250 g/210L

Ce -ification Status: Failure

Serial Number: 010592
Test Date: 12/08/2014

Lot Number:
Tank Pressure: 497 psi

Standard



/

Intox EC/IR—Il: Certifica>ron

Department of Forensic S/fence
Serial Number: 010592 Test/Number: 2763

Test Date: 12/08/2014 Tes7’Time: 08:43 EST

Technician initi/is: TLN
Dry Gas Targ~iE: 0.253

Lot Number: 1611425014-04/ Exp Date: 07/05/2016
Tank Pressure: 497 psi Elrometric Pressure: 768 mmFig

System ch/ck: Passed

Test /g/2loL Time
DIAG / Pass 08:43
BIlK / 0.000 08:44
CHIC / 0.266 08:45

f tolerance

ue (at sea level): 0.250 g!210LStandard

tification Status: Failure



bration CRC: CDA162EG

Intox EC/IR—Il: Ca1ibra)’~on

Department of Forensic,Jcience
Serial Number: 010592 Te~k Number: 2764

Test Date: 12/08/2014 Te/t Time: 08:48 EST
Dry Gas Targe~ 0.101

Lot Number: 3441310013—01 / Exp Date: 01/01/2016
Tank Pressure: 919 psi Ba/ometric Pressure: 768 mmllg

System Ch~k: Passed

Test A/2loL Time
ELK /0.000 08:49
CAL / 0.101 08:50

Ted’ Status: Success



Intox EC/IR—Il: Certificatio

Department of Forensic Scic~ce
Test Ny ber: 2765

Test 7me: 08:53 ES!?

Technician initiai4’ TLN
Dry Gas Target:/0.253

1611425014—04 /Exp Date: 07/05/2016
492 psi Baro,Aietric Pressure: 768 mmfrlg

System Chec~ Passed

Test g/41OL Time
DIAG Pjâss 08:54
Br~K ,M.ooo 08:55
CHK /0.251 08:55
BLK / 0.000 08:57
CHK / 0.249 08:57
BLJK / 0.000 08:59
CHK/ 0.246 08:59

/out of tolerance

V lue (at sea level): 0.250 g/210L

C rtification Status: Failure

Serial Number: 010592
Test Date: 12/08/2014

Lot Number:
Tank Pressure:

Standard


